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the fetal heart sounds not only through
sound channels by air conduction, but
also through the user’s head by tissue
conduction into the user’s ears. It does
not use ultrasonic energy. This device
is designed to eliminate noise inter-
ference commonly caused by handling
conventional stethoscopes.

(b) Classification. Class I. The device
is exempt from the premarket notifica-
tion procedures in subpart E of part 807
of this chapter.

§ 884.2960 Obstetric ultrasonic trans-
ducer and accessories.

(a) Identification. An obstetric ultra-
sonic transducer is a device used to
apply ultrasonic energy to, and to re-
ceive ultrasonic energy from, the body
in conjunction with an obstetric mon-
itor or imager. The device converts
electrical signals into ultrasonic en-
ergy, and vice versa, by means of an as-
sembly distinct from an ultrasonic gen-
erator. This generic type of device may
include the following accessories: cou-
pling gel, preamplifiers, amplifiers, sig-
nal conditioners with their power sup-
ply, connecting cables, and component
parts. This generic type of device does
not include devices used to generate
the ultrasonic frequency electrical sig-
nals for application.

(b) Classification. Class II (perform-
ance standards).

§ 884.2980 Telethermographic system.
(a) Telethermographic system intended

for adjunctive diagnostic screening for de-
tection of breast cancer or other uses—(1)
Identification. A telethermographic sys-
tem for adjunctive diagnostic screen-
ing for detection of breast cancer or
other uses is an electrically powered
device with a detector that is intended
to measure, without touching the pa-
tient’s skin, the self-emanating infra-
red radiation that reveals the tempera-
ture variations of the surface of the
body. This generic type of device may
include signal analysis and display
equipment, patient and equipment sup-
ports, component parts, and acces-
sories.

(2) Classification. Class I.
(b) Telethermographic system intended

for use alone in diagnostic screening for
detection of breast cancer or other uses—
(1) Identification. A telethermographic

system for use as the sole diagnostic
screening tool for detection of breast
cancer or other uses is an electrically
powered device with a detector that is
intended to measure, without touching
the patient’s skin, the self-emanating
infrared radiation that reveals the
temperature variations of the surface
of the body. This generic type of device
may include signal analysis and dis-
play equipment, patient and equipment
supports, component parts, and acces-
sories.

(2) Classification. Class III.
(3) Date PMA or notice of completion of

a PDP is required. As of the enactment
date of the amendments, May 28, 1976,
an approval under section 515 of the act
is required before the device described
in paragraph (b)(1) may be commer-
cially distributed. See § 884.3.

[53 FR 1566, Jan. 20, 1988, as amended at 55
FR 48440, Nov. 20, 1990]

§ 884.2982 Liquid crystal thermo-
graphic system.

(a) A nonelectrically powered or an AC-
powered liquid crystal thermographic sys-
tem intended for adjunctive use in diag-
nostic screening for detection of breast
cancer or other uses—(1) Identification. A
nonelectrically powered or an AC-pow-
ered liquid crystal thermographic sys-
tem intended for use as an adjunct to
physical palpation or mammography in
diagnostic screening for detection of
breast cancer or other uses is a non-
electrically powered or an AC-powered
device applied to the skin that displays
the color patterns of heat sensitive
cholesteric liquid crystals that respond
to temperature variations of the sur-
face of the body. This generic type of
device may include patient and equip-
ment supports, a means to ensure ther-
mal contact between the patient’s skin
and the liquid crystals, component
parts, and accessories.

(2) Classification. Class I.
(b) A nonelectrically powered or an AC-

powered liquid crystal thermographic sys-
tem intended for use alone in diagnostic
screening for detection of breast cancer
or other uses—(1) Identification. A non-
electrically powered or an AC-powered
liquid crystal thermographic system
intended for use as the sole diagnostic
screening tool for detection of breast
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cancer or other uses is a nonelec-
trically powered or an AC-powered de-
vice applied to the skin that displays
the color patterns of heat sensitive
cholesteric liquid crystals that respond
to temperature variations of the sur-
face of the body. This generic type of
device may include image display and
recording equipment, patient and
equipment supports, a means to ensure
thermal contact between the patient’s
skin and the liquid crystals, compo-
nent parts, and accessories.

(2) Classification. Class III.
(3) Date PMA or notice of completion of

a PDP is required. As of the enactment
date of the amendments, May 28, 1976,
an approval under section 515 of the act
is required before the device described
in paragraph (b)(1) may be commer-
cially distributed. See § 884.3.

[53 FR 1566, Jan. 20, 1988, as amended at 55
FR 48441, Nov. 20, 1990]

Subpart D—Obstetrical and
Gynecological Prosthetic Devices
§ 884.3200 Cervical drain.

(a) Identification. A cervical drain is a
device designed to provide an exit
channel for draining discharge from
the cervix after pelvic surgery.

(b) Classification. Class II (perform-
ance standards).

§ 884.3575 Vaginal pessary.
(a) Identification. A vaginal pessary is

a removable structure placed in the va-
gina to support the pelvic organs and is
used to treat conditions such as uter-
ine prolapse (falling down of uterus),
uterine retroposition (backward dis-
placement), or gynecologic hernia.

(b) Classification. Class II (perform-
ance standards).

§ 884.3650 Fallopian tube prosthesis.
(a) Identification. A fallopian tube

prosthesis is a device designed to main-
tain the patency (openness) of the fal-
lopian tube and is used after recon-
structive surgery.

(b) Classification. Class II (perform-
ance standards).

§ 884.3900 Vaginal stent.
(a) Identification. A vaginal stent is a

device used to enlarge the vagina by

stretching, or to support the vagina
and to hold a skin graft after recon-
structive surgery.

(b) Classification. Class II (perform-
ance standards).

Subpart E—Obstetrical and
Gynecological Surgical Devices

§ 884.4100 Endoscopic electrocautery
and accessories.

(a) Identification. An endoscopic
electrocautery is a device used to per-
form female sterilization under
endoscopic observation. It is designed
to coagulate fallopian tube tissue with
a probe heated by low-voltage energy.
This generic type of device may in-
clude the following accessories: elec-
trical generators, probes, and electrical
cables.

(b) Classification. Class II. The special
controls for this device are:

(1) FDA’s:
(i) ‘‘Use of International Standard

ISO 10993 ‘Biological Evaluation of
Medical Devices—Part I: Evaluation
and Testing,’ ’’

(ii) ‘‘510(k) Sterility Review Guidance
2/12/90 (K–90),’’ and

(iii) ‘‘Guidance (‘Guidelines’) for
Evaluation of Laproscopic Bipolar and
Thermal Coagulators (and Acces-
sories),’’

(2) International Electrotechnical
Commission’s IEC 60601–1–AM2 (1995–
03), Amendment 2, ‘‘Medical Electrical
Equipment—Part 1: General Require-
ments for Safety,’’

(3) American National Standards In-
stitute/American Association for Med-
ical Instrumentation’s HF–18, 1993,
‘‘Electrosurgical Devices,’’

(4) Labeling:
(i) Indication: For female tubal steri-

lization, and
(ii) Instructions for use:
(A) Destroy at least 2 centimeters of

the fallopian tubes,
(B) Use a cut or undampened sinus-

oidal waveform,
(C) Use a minimum power of 25 watts,

and
(D) For devices with ammeters: con-

tinue electrode activation for 5 seconds
after the visual endpoint (tissue
blanching) is reached or current flow
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